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IHE Change Proposal

Tracking information:

	IHE Domain
	Radiation Oncology

	Change Proposal ID:
	CP-RO-003

	Change Proposal Status:
	Submitted

	Date of last update:
	Aug 03, 2017

	Person assigned:
	Sven Siekmann


Change Proposal Summary information:

	Indicator for Type 3 attributes that shall not be present

	Submitter’s Name(s) and e-mail address(es):
	Sven Siekmann (sven.siekmann@brainlab.com)

	Submission Date:
	Aug 03,2017

	Integration Profile(s) affected:
	BRTO-II

	Actor(s) affected:
	None


	IHE Technical Framework or Supplement modified:
	BRTO-II Rev. 1.4 TI

	Volume(s) and Section(s) affected:
	Volume 3, Section 7.1.2

	Rationale for Change:

There are situations in which IHE adds requirements that an attribute shall not be present. This shall be indicated by a designated indicator. 



Replace Section 7.1.2 by the following:

Each content module has a list of attributes requirements. In any case, the requirements specified in the referenced DICOM Standard do apply. 

Attributes not listed may or may not be present along the definition of the DICOM Standard. The producer may provide such attributes, but the receiver is not required to interpret them. Thus, it is not an error to include more than is asked for, but it is an error to reject a content based on additional attributes present.

Attributes, which may or may not be present by definition in the DICOM Standard, but shall not present under the definition of IHE-RO will be included in the specification with a requirement to be absent.

Attribute requirements of the attributes of sequence items contained in a sequence are applicable only, when the sequence is present.

IHE and IHE-RO have defined requirements related to the support for and use of attributes in DICOM storage transactions by both Service Class Users (SCUs) and Service Class Providers (SCPs): 
IOD Table

	M / C / U
	As defined in DICOM PS 3.3

	R   
  
	The Module is defined as Conditional (C) or User Option (U) in DICOM. The Requirement is an IHE extension of the DICOM requirements, and the module shall be present.

	RC 
	The Module is defined as Conditional (C) or User Option (U) in DICOM. The Requirement is an IHE extension of the DICOM requirements, and the module shall be present when the specified conditions apply.


Module Table

	O
	The attribute or its value is optional, i.e., in DICOM it is Type 2 or 3. 

	O+*
	The attribute is optional, but additional constraints have been added. Note: The specification approach does not force a Type 2 or Type 3 value to become a Type 1 by stating R+.

	R
	The attribute is required, and is not an IHE extension of the DICOM requirements; i.e., it is already Type 1 in DICOM, but additional constraints are placed by IHE, for example on the value set that may be used for the attribute. 

	R+
	The Requirement is an IHE extension of the DICOM requirements, and the attribute shall be present, i.e., is Type 1, whereas the DICOM requirement may be Type 2 or 3. 

	RC+
	The Requirement is an IHE extension of the DICOM requirements, and the attribute shall be present when the condition is satisfied, i.e., is Type 1C, whereas the DICOM requirement may be Type 2 or 3. If the condition is not fulfilled, the DICOM definitions apply. Note, that this means that the attribute may be present / have a value also in case the condition does not apply.

	D
	The requirements of DICOM apply unchanged, but the attribute needs to be displayed.

	- 
	No IHE extension of the DICOM requirements is defined. The attribute is listed for better readability or similar purpose.

	X
	The attribute shall be absent. Only to be applied to Type 3 in DICOM.


